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PREPARATION AND CALIBRATION OF CO6» STANDARDS FOR 
INTEGRATED THERMAL FLUX MEASUREMENTS 
SUMMARY 
At the request of the "Working group of neutron dosimetry" 3 series of Co00 standards for flux moni-
toring - 0.25, 2 and 35 mc - were prepared and standardized with high precision. The maximum error on the 
absolute activity is i 1 %. The complete standardization method, including the absolute and the relative 
method, is described in detail, together with a discussion of the errors. The activities of the standards are expres-
sed also in thermal flux units, and an explanation of this choice of unit is given. 
I — INTRODUCTION 
Euratom has established a "Working group for neutron dosimetry in research reactors" 
with the aim of standardizing neutron flux measurements. A "Subcommittee for Co standar-
dization" under the chairmanship of Mr. MOTTE (C.E.N. Mol) has developed a standard method (') 
for the measurement of integrated thermal fluxes. 
This method is based on the activation of Co59 detectors and the measurement of these 
detectors by comparison with Co60 standards. At the request of this "Working group" the C.B.N.M. 
of Euratom Geel has prepared and calibrated high precision Co60 standards for integrated thermal 
flux measurements. 
II — GENERAL PROPERTIES OF THE STANDARDS 
The following standards have been prepared and distributed : 
1. Foils 10 mm 0 , 0.1 mm thick, activity about 0,25 mc for the range 1016 — 1018 n.cm-2 of inte-
grated flux. (We still have 7 standards of this type in stock.) 
2. Foils 3 mm 0 , 0.1 mm thick, activity about 2 mc for the range 1018 — 1020 n.cm-2. (We still 
have 4 standards in stock.) 
3. Wires 0,5 mm 0 , 10 mm long, activity about 35 mc for the range 1020 — 1022 n.cm-2. (These 
standards are all distributed.) 
The standards 1 and 2 are prepared from specpure cobalt from Johnson and Matthey, 
and the standards 3 from cobalt obtained from Mackay New York. The Fe contamination, which 
amounts to 25 ppm and 210 ppm for Johnson-Matthey and Mackay cobalt resp., does not cause 
interferences for the standards. 
The activity of Fe55 + Fe59 is always smaller than 10~5 times the Co60 activity. The standards 
are packed in Trovidur (a poly\'inyl chloride) or aluminium containers with a diameter of 15 mm 
and a thickness of 3 mm (see fig. 1). 
The accuracy in the statement of the activities is generally i 1.0 %. This «maximum 
error» will be treated in detail later on. 
The «Working group» accepted for the Co60 half-life the value (5.27 ¿: 0.06) y ('). To da}' 
this value and particularly the stated error are known more precisely to be (5.265 i 0.03) y, 
which is the mean value from the Nuclear Data Sheets and the results of several recent measure-
ments (also of the C.B.N.M.). 
The adopted reference time is 1.1.1963 0 h. MET. 
Besides the standards mentioned in 1), 2) and 3) we have also calibrated standards with 
other activities (see table I). 
These standards can be delivered on request. 
TABLE I 







































Act. on 1. 1. 63 
mc 
0.3 — 0.5 
0.03 — 0.06 
0.1 — 0.15 
0.004 — 0.04 


































III DETERMINATION OF THE ACTIVITY OF THE STANDARDS 
A. Method 
All standards were first measured in a yray-spectrometer with a reproducibility of -±_ 0.1 %. 
(Relative standardization.) 
Some of these standards — called primary standards — were then dissolved. The standards 
which were not dissolved are called further secondary standards. 
The solutions were standardized absolutely by two independent methods. The accuracy 
of the absolute standardization is better than ±_ 0.5 %. The relative and absolute standardization 
together determine the absolute activity of the secondary standards with an accuracy of better 
than i 1.0 % (details see below). 
Β. Relative standardization 
All primary and secondary standards were measured with a γ ray­spectrometer with a 
3" y 3" Nal (Tl) crystal (see fig. 2). 
For each type of standard the inner lead shield between source and crystal was chosen in such 
a way that the registered counting­rate did not exceed 3000 c.p.s. The determination of the relative 
activities of the standards was effected by a pure count in one point of the centre of the plateau 
(see fig. 3) ; because it could be shown clearly that the counting in a plateau, and thus the measu­
rement of all effects (photo­, Compton effect and possibly bremsstrahlung), gave a much better 
reproducibility (< ± 0 . 1 %) than measurements on the photopeak alone by a multi­channel­
analyzer. 
The overall discrimination in this measurement was approximately 10 ­15 keV. The possible 
errors in connection with the relative measurements can be summarized as follows : 
a) Statistical error. At least 106 pulses were counted for each standard. Accepting 2 standard 
deviations as maximum error this means ± 0.2 %. b) Reproducibility of the measurements on 
the same source. Many measurements during 10 months have shown that reproducibility is 
completely statistical. This means that we have not to take into account any supplementary 
fluctuating error., c) Differences between source holders of the same type. This was determined 
experimentally by measuring different standards in several source holders. Some measurements 
were also performed in which the sources had been moved vertically and horizontally to detect 
the influence of small geometrical differences. These measurements showed that, when carefully 
manufactured containers were used, the fluctuations were never greater than ± 0.2 %, i.e. also 
completely statistical, d) Selfabsorption. This effect was determined theoretically and experi­
mentalfy, and a good agreement was reached for this correction, which amounts to 0.3 % resp. 
1.2 % for foils with a thickness of 0.1 mm and wires with a diameter of 0.5 mm. This effect does 
not introduce a noticeable error, because primary and secondary standards are of the same 
dimensions, e) Counting loss by dead time. The counting­rate was always chosen in such a way 
that this correction never exceeded 1 %. The primary and secondary sources always had about 
the same strength and since the total correction was known to ± 10 %, the error caused by this 
effect is certainly smaller than i 0.1 %. Since no other errors appear in the relative measurements 
the maximum total error (arithmetical sum of the separate errors f¿) amounts to : 
Max. Err or rei — rb 0.3 %. 
The statistical sum of the separate errors (\/Σ[ί-) is + 0.2 %. 
C. Dissolution of the primary standards 
After finishing the relative measurements the primary standards were dissolved. The 
standards of type 1 and 2 were dissolved in 1 N. HN03, and those of type 3 in a mixture of 3 parts 
concentrated HCl and 1 part concentrated HN03, because the wires did not quantitatively 
dissolve in concentrated HN03 or concentrated HCl. 
The completeness of the dissolution was checked in two independent ways, first by chemical 
analysis done by the chemistry gioup of the C.B.N.M. with an accuracy of ± 0.3 %, and secondly 
by filtering the original solutions after the standardization. The filters with possible undissolved 
residues were measured under well-known ( ± 1 %) geometrical conditions. We never found 
more than 10_e parts of the activity of the solution on the corresponding filter. Also loss by 
adsorption on glass can be ruled out completely, especially because of the big amount of carrier 
and the high acidity of the solutions. Moreover the used glassware was tested, after normal rinsing, 
with a γ monitor. We never found any significant residual activity. The maximum possible error 
introduced by the dissolution can thus be estimated as less than ± 0.1 %. 
D. Absolute standardization of the solutions 
All solutions were standardized absolutely by two independent methods : 4 77 liquid 
scintillation counting and kTIß-γ coincidence counting. 
a) 4 77 Liquid scintillation counting. {-) 
Small aliquots of the solution, which is prepared in such a manner that it satisfies certain 
conditions concerning specific activity, carrier concentration, acidity etc., are mixed with suitable 
liquid scintillators e.g. toluene + PPO (5 g/1) + POPOP (0.5 g/1). These samples are counted 
in a liquid scintillation /3­spectrometer. With an adequate total amplification (high voltage on 
the photomultiplier and external amplification) a linear extrapolation of the measured integral 
spectrum can be performed and the absolute counting­rate of the sample can be obtained in this 
way. After application of a few corrections — all smaller than 1 % — this method gives for Co60 
a reproducibility of ± 0.3 %. The possible errors are summarized below. 
Max. Error ± % 
Dead time correction 0.10 
Decay correction 0.03 
Background + afterpulses 0.02 
Extrapolation (including statistics, reprod, stability) 0.30 
Source preparation 0.10 
Adsorption, sedimentation 0.05 
These errors were determined by an intensive research on this standardization method, 
and have been verified in several international intercomparisons. The maximum total error 
is i 0.6 %. The statistical sum of the errors is a factor 2 smaller. 
b) 4 Πβ-γ coincidence counting. (3) (4) 
Here well­known aliquots of the solution are normally put on thin foils and dried by eva­
poration. This source preparation can also be performed in different ways such as precipitation, 
electrodeposition, etc. These sources are counted in an apparatus which consists principally 
of a 4 77/5 counter (in most cases a proportional counter) and a Nai (Tl) crystal as γ counter, 
both with the necessary electronics. The method is based on the following main equations : 
Nø = Ν0ε^; N r = N0ey; Nc = Ν0εβεν and N0 =­·= Nø Ny/Nc 
Ν ρ and Ny are the counting­rates, corrected for decay and background, of the /3­resp. 
the γ channel. Nc is the number of observed coincidences between the β and the γ channel, corrected 
for background and accidental coincidences. N0 is the absolute disintegration­rate of the sample, 
while εβ and εν are the efficiencies of the /S­resp. γ counter. Some small corrections have to be 
applied to the result for the disintegration­rate N0. 
The results for Co60 obtained with this method are reproducible within i 0.2 %. The final 
errors can be summarized as follows : 
Max. Error ± % 
Statistics 0.05 
Source preparation 0.10 
Stability electronics 0.15 
Dead time correction and correction for accidental coincidences 0.15 
Decay scheme dependent correction 0.03 
The maximum error is ± 0.5 %, the stat. sum is a factor 2 smaller. 
c) Comparison of both standardization methods and control measurements. 
The mean deviation between the results obtained with 4 77 l.s. and with 4 Πβ-γ for different 
solutions (20 solutions, namely 10 foils 0 10 mm, 6 foils 0 3 mm and 4 wires 0 0.5 mm) was 
much smaller than 0.5 %. Only one solution gave a difference of 0.8 %. The results of the 4 Πβ-γ 
method were always somewhat higher. As a check all solutions were measured relatively to a 
very precisely known Co60 solution. This was done with accurately weighed ampoules filled with 
aliquots of the standardized solutions and aliquots of the reference solution. The measurements 
were done with the γ ray­spectrometer in one point of the centre of the plateau. Experimentally 
the reproducibility of this method has been found to be i 0.3 % with a maximum possible error 
of i 0.5 %. The mean value obtained from the absolute measurements always agreed within 
this i 0.5 % with the results of the relative control measurements. Thus we can take safely 
as extreme error for the absolute measurements : 
Max. Error abs = ± 0.5 %. 
E. Activity of the standard 
We can derive from the absolute activity of the primary standards (D) and their relative 
measurements (B) a factor which is valid for the conversion of all relative results to absolute 
activity values. We thus can calculate the absolute activity of all secondary standards. The results 
of these measurements are compiled in table II. 
The activity of the standards is given on the reference date 1.1.1963. The error on these 
results is given by : 
Max. Err or rei 
Max. Erroraus 
Max. Errordecay 
± 0.3 % 
± 0.5 % 
± 0.2 % (0.07 % per year, thus untili 1.1.66) 
The maximum total error of the activity of the standards is : 
Max. Error tot = i 'LO % (stat. sum of the errors is i 0.6 %) 
The last column of table II gives the activity of the standards in units of an integrated 
flux 1E- The meaning of I¿· will be discussed in chapter IV. 
IV — ACTIVITY OF THE STANDARDS EXPRESSED IN FLUX UNITS 
The planned Euratom standard method (') for the measurement of the integrated thermal 
flux requires the indication of the activity of the standards in flux units (n. cm­2). Therefore 
we have to define how this will be done and what the real meaning of this activity statement 
will be. 
A. Derivation of the integrated thermal flux from the induced activity by the standard 
method proposed by Motte 
The integrated thermal neutron flux I = J 0 (t) dt is obtained in the induced activity 
method by counting the number of activated detector atoms. 
9 
TABLE li 
Activity of the standards on 1.1.1963 0 h. MET 
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Motte uses the following formula, which relates the activity A of the irradiated detector 
to the integrated flux 1 : 
/Νσ,,ΐχ 
A - ( I ) 
Fed 
A = activity of the detector in d.p.s. at the end of the irradiation. 
λ = decay constant of Co69 = (4.16764 ± 1.1 %) 10-9 sec - 1 ('). 
Ν — number of Co50 atoms at the beginning of the irradiation. 
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a a = cross­section of Co69 for the activation by thermal neutrons = 38 barns ± 1.8 % ('). 
χ = by Motte calculated and tabulated correction factor for the CO59 and Co60 consumption 
during the irradiation (5). 
Fcí¡ = correction factor for the influence of epithermal neutrons (Cd ratio). 
We obtain from the formula (1) : 
A F r i 
I = n.cm­2 (2) 
λΝ σαχ 
If the mass of the detector is PD mg we get : 
Ν = (1.022 ± 0.01 %) Ρ β 101» atoms. 
Substituting the numerical values of λ, Ν and σα in (2) gives : 
A Fed 
I = 0.61784 1012 n.cm­2 ( ± 2.2 %) (3) 
Pz)x 
The error given between brackets is the statistical sum of the separate errors. Since the 
activity of the standards (table II) is given on the reference date 1.1.63, and since we determine 
the activity of the detector by measuring the ratio of the activities of the detector and the standard 
(see further the factor y) we obtain also the activity of the detector on the reference date. If we 
call the activity of the detector on 1.1.63 A' then the following relation exists between A' and A : 
A = A' e~u = A' F( (t = time elapsed between 1.1.63 and the end of the irradiation). 
In this way formula (3) becomes : 
A' FedFt 
I = 0.61784 1012 n.cm­2 (± 2.2 %) (4) 
Pflx 
We still have to determine the factor χ from formula (4). If we adopt from Motte the 
notation I* = I χ we obtain : 
A' Fed Ft 
I* = I χ = 0.61784 1012 n.cm­2 (± 2.2 %) (5) 
The activity of the detector will be determined by measuring the ratio of the activities 
of the detector and the standard : 




Ft> is here the decay correction for the time t' elapsed between the measurements of detector and 
standard. Normally Ft> equals 1. 
From more measurements of y we obtain, like Motte, y. Than we have 
A' = y Aß, where 
A' = activity of the detector in d.p.s. on 1.1.63. 
AE = activity of the standard in d.p.s. on 1.1.63 ( ± 1 %) . 
Substituting A' in formula (5) gives : 
yA£ Fcd Ft 
I* = 0.61784 1012 n.cm­2 (± a %) (6) 
The error a is determined as follows : a2 == 2,22 ­f­ l2 + i2Fcd + i2Ft + f2y where ipcdl 
îpt and fy are the errors on the corresponding factors. 
Starting from I*, and knowing the total time of irradiation, we obtain from the tables 
of Motte (6) the factor χ and Anally the value I. 
y AE Fcd Ft 
I = 0.61784 1012 n.cm­2 (± b %) (7) 
Pzjx 
The resulting error b is determined by : b2 = a2 + f2x· 
B. Activity expressed in thermal flux units 
In formula (7) we can express the activity AE of the standard as the specific activity 
a.E times the mass PE ■ A# = ΆΕ P E · 
The formula (7) then contains the following dimensionless factors y, Fcd, Ft, χ and Pß/Pß. 
The remaining factors together which contain the activity of the standard have the dimension 
of a flux, and can thus be represented by a fictive flux of the standard Ig : 
AE 
lE = 0.61784 aE 1012 n.cm - 2 = 0.61784 — 1012 n.cm2 (8) 
FE 
We can write the formula (7) according to Motte as : 
FE 
I* = y 1E - Fcd Ft (9) 
FD 
But we must not forget that lE does not possess any real meaning. The only characteristic 
property of the standard is its activity. This follows clearly from the following simple conside-
rations : First, there is no meaning in speaking of an integrated flux at a reference time. Further, 
IJS is not the real integrated flux for the irradiation of the standard. 
If we now consider formula (9) we see that the factor FE appears in the numerator, while 
1E contains this same value FE in the denominator. Thus we can give any arbitrary value to VE 
without affecting the result I*. 
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For that reason we accurately weighed only the standards of type I before and after irra­
diation. For the other standards we accepted mean values ( ± ­2 %) for P^, since it was difficult 
to weigh these standards after the irradiation, as they possessed a high activity. The values 1E, 
obtained from formula (8), give the activities of the standards in flux units (n. cm­2). These 
values are compiled in table II too. 
V. REMARKS 
When using the standards one should remember that the flux I as determined here is not 
exactly the physical flux. It is calculated with omission of some smaller corrections, which should 
be applied to the norm if the real integrated flux is needed. 
These coirections are : flux perturbation by the detector, loss of C06ü from the detector 
by recoil, especially at high temperatures, effects related with neutron energy­ and angular distri­
bution, etc. These problems are all too complicated to be treated in this report. The rather high 
effect of flux perturbation, in particular, has been treated extensively in published papers. A 
short treatment and a literature survey have been given in an earlier report (6), from which the 
fig. 4 and 5 are taken. More details and more precise results will be published in a later Euratom 
report. 
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